Purpose: The aim of this study was to determine the efficacy of compressed sensing reconstructions for specific clinical neuroimaging applications of magnetic resonance imaging beyond more conventional k-space under-sampling approaches such as parallel imaging and simple low-resolution acquisitions.
Introduction
The appearance of an MR image is the result of trade-offs between imaging speed, spatial resolution, signal-to-noise ratio (SNR), and image artifacts [1] . Due to considerations such as cost efficacy, patient comfort, and motion sensitivity of acquisitions, acceleration of MR imaging has been an active field of research since the introduction of this modality and there remains a critical need for continuous improvement of the trade-off between speed and "image quality." [2] In addition to advancements in hardware and pulse sequence design, MRI acceleration techniques based on under-sampled k-space acquisitions are finding widespread applications. Two major categories of such techniques include parallel imaging (PI) [3] - [5] and compressed sensing (CS) [6] . While with PI missing k-space data are interpolated based on a priori knowledge of the coil sensitivity profiles, CS interpolates the missing data by imposing an a priori transform domain sparsity constraint to regularize the reconstruction problem [7] . Due to the independence of CS and PI reconstruction constraints, a combined CS and PI reconstruction allows for further acceleration [8] . In this work we explored the latter approach to accelerated MRI acquisitions (where multi-channel data where available).
The objective of this work was to study the efficacy of CS reconstructions for specific clinical neuroimaging applications of MRI. In particular this study was initiated in an attempt to answer the question of to what degree current CS techniques are capable of accelerating such clinical neuroimaging sequences beyond more conventional k-space under-sampling approaches such as PI or simple low-resolution acquisitions.
Defining image quality remains a challenging and controversial aspect of clinical MRI, particularly with the emergence of complex acquisition strategies such as those aimed at accelerating MR imaging by partial k-space acquisitions [9] . A variety of quality metrics for medical images are used [10] . Nevertheless, a consideration of medical image quality is currently dominated by a subjective and observational perspective in the clinical practice of radiology [9] , [10] . Accordingly, we based our study on blinded clinical assessment of under-sampled MRI reconstructions.
In this paper we present the results of blinded clinical assessment of four routine neuroimaging pulse sequences at up to 5 acceleration factors. The study provides insight on the clinical efficacy of CS reconstructions in comparison with that of PI reconstructions and low-resolution acquisitions (zero-padding), which was used as a baseline since the simplest approach to reducing the acquisition time is to appropriately reduce the imaging resolution.
Furthermore, since compressed sensing reconstructions are inherently shift-variant and locationdependent, further experiments were designed based on synthetic brain images with artificial but realistic non-specific lesions embodied in random locations in the cerebral white matter. Design and creation of such synthetic data permit controlled evaluation of location-dependent reconstructions. Since the location of each lesion is known, it can be used as the reference for the assessment of diagnostic accuracy for the reconstructed images.
Methods

Data acquisition
Raw k-space data were acquired on a 3T GE scanner (Discovery 750, software revision 22M32, General Electric Healthcare, Waukesha, WI) with a 32-channel head coil using a protocol approved by the institutional Office of Research Ethics. Four pulse sequences were chosen for this study: T2-FLAIR, multiacquisition SSFP (also known as CISS, or FIESTA-C), time of flight (TOF) MR angiography, and spoiled gradient echo (SPGR). These sequences were chosen due to their long acquisition time and widespread use in clinical neuroimaging and epilepsy protocols. T2-FLAIR is the workhorse of neuroimaging protocols and a T2-FLAIR sequence was also chosen to generate synthetic brain images. The acquisition parameters for these pulse sequences are summarized in Table 1 . 
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T2-FLAIR
TR/TE = 8000/120.9 ms, TI = 2250 ms, flip angle = 90°, matrix = 256 x 256 (Pixel spacing = 0.859 mm isotropic), Number of slices = 56, slice thickness = 2 mm, slice spacing = 2.5 mm, BW = ±31.3 kHz Table 1 -Prescribed acquisition parameters for the pulse sequences used in this study
Image reconstruction
Compressed sensing reconstructions were performed using an iterative stationary wavelet transform (SWT) thresholding algorithm [11] . Where multiple-channel data were available, the multiple channel version of the algorithm was used, which would amount to a combined CS and PI reconstruction, hereafter simply referred to as the CS reconstruction. The iterative SWT reconstruction was performed using the second Daubechies wavelet (D4) and soft thresholding with a practically optimal threshold obtained automatically based on the Birgé-Massart strategy [11] , [12] . A fixed 50 iterations were set as the point of convergence. For CS reconstructions, k-space data were retrospectively under-sampled using a variable density sampling scheme with 6% of the central phase-encode lines fully sampled amounting to autocalibration data (Figure 1(a) ). For 3D sequences, i.e., sequences for which k-space is phaseencoded in both ky and kz directions, k-space data were also under-sampled using a Poisson disk sampling scheme with autocalibration data amounting to the central 2% of k-space in the two phase-encode directions (Figure 1(b) ). Of interest was to observe how the choice of the sampling scheme would affect the perception of the reconstruction quality.
Parallel imaging was performed using the traditional GRAPPA reconstruction [3] . K-space data were appropriately under-sampled for GRAPPA by sampling phase-encode lines in regular intervals with 12.5% of the central phase-encode lines fully sampled amounting to autocalibration data.
Low-resolution reconstructions were obtained by sampling the central phase-encode lines at the desired acceleration, providing a baseline for accelerated imaging. Low-resolution data were zero-padded to the desired matrix size with Butterworth apodization to eliminate ringing artifacts.
Study design
Blinded studies
The goal of the blinded studies was to assess the quality of accelerated reconstructions on a number of commonly used neuroimaging pulse sequences (Table 1) . Whole brain data sets of healthy volunteers were acquired and reconstructed as previously described for 2x, 3x, 4x, and 5x accelerations. CS with variable density sampling (hereafter referred to as VDCS), GRAPPA, and low-resolution (hereafter referred to as lowres) reconstructions were performed on all pulse sequences with an additional CS reconstruction with Poisson disk sampling [8] appropriate for 3D sequences (hereafter referred to as PDCS) performed on the SPGR data set due to the availability of 3D data, yielding a total of 52 whole brain reconstructed data sets.
Three board-certified radiologists independently assessed the diagnostic quality of the images. First, reconstructed images were randomly permuted and presented to the readers for blinded review. The readers scored image quality based on a 5-point scale: 1 = Not interpretable, 2 = Severely degraded, 3 = Moderately degraded, 4 = Mildly degraded, 5 = No significant artifacts. For consistency, all three readers based their assessment of diagnostic quality on the criteria summarized in Table 2 for each pulse sequence. Wilcoxon signed rank tests were performed in R (R: A language and environment for statistical computing, R Foundation for Statistical Computing, Vienna, Austria) to test the null hypothesis that there was no significant difference in diagnostic quality between VDCS and PI, PDCS (where available) and PI, VDCS and lowres, PDCS (where available) and lowres, PI and lowres, and PDCS (where available) and VDCS reconstructions. Inter-rater reliability (IRR) analysis was performed using a two-way mixed, consistency, average-measures ICC [13] to assess the degree that readers provided consistency in their ratings of diagnostic quality.
For T2 FLAIR, FIESTA-C, and TOF sequences, the reconstructions were also directly compared in addition to the individual assessments. The images were presented to the reader in blinded randomized order for side-by-side comparison at each acceleration. The readers, who were blinded to the type of reconstruction and the acceleration factor, were permitted to simultaneously scroll through all the three image volumes side-by-side and ranked the images in the order of diagnostic quality preference, again based on the criteria shown in Table 2 . Wilcoxon signed rank tests were performed on numerical preference values (with 1 being the most preferred and 3 being the least proffered) to test the null hypothesis that there was no significance difference in quality preference between VDCS and PI, VDCS and lowres, and PI and lowres reconstructions. IRR was again assessed using a two-way mixed, consistency, average-measures ICC. We were unable to perform side-by-side comparison for SPGR data due to software limitations.
In all the aforementioned analysis, the significance of findings was evaluated at a significance level of 0.05. The ICCs were interpreted based on the commonly-cited Cicchetti cutoffs [14] Table 2 -Criteria for diagnostic quality assessment of under-sampled reconstructions for each pulse sequence Figure 2 -Study design for synthetic images: First synthetic images with realistic lesions are generated by artificially incorporating a lesion into random locations on the cerebral white matter based on a uniform probability density function (pdf) on ROIs a priori defined on axial T2-FLAIR images of a healthy volunteer. The synthetic images are then retrospectively reconstructed for radiologists' blinded diagnostic evaluation.
Synthetic images
The goal of these experiments was to assess diagnostic accuracy for CS reconstructed images for the detection of non-specific white matter lesions. As noted, use of synthetic images appropriately generated for the study permits controlled evaluation of shift-variant reconstructions such as CS. Figure 2 shows a flowchart of the study design, which consists of two parts: (1) generation of synthetic images with realistic lesions, and (2) diagnostic evaluation of the reconstructions.
In order to generate synthetic images with realistic lesions, white matter lesions were identified on T2-FLAIR brain images of multiple sclerosis patients. A 2 mm small round lesion was selected as a "typical" lesion and synthetic images were generated by artificially incorporating the lesion into random locations on the cerebral white matter based on a uniform probability density function (pdf) on ROIs a priori defined on axial T2-FLAIR images of a healthy volunteer. The readers were blinded to both the lesion and the ROIs. In order to preserve the SNR, lesion placement was carried out by manipulating the intensity levels on the destination image to match those of the lesion relative to its background on the source image. An example of synthetic images with a lesion is shown in Figure 10 (a). Lesion placement was randomized with a probability of 50% such that 50% of the synthetic images had a lesion incorporated in them and the rest were lesion-free. Synthetic k-space data were generated by 2D fast Fourier transformation (2DFFT) and the data were reconstructed at 1x, 2x, 3x, 4x, and 5x accelerations for VDCS and lowres, where 1x acceleration amounts to a fully-sampled reconstruction. A data set consisting of 30 images per reconstruction per acceleration was generated amounting to a total of 300 images.
Diagnostic evaluation of the reconstructions was performed by three board-certified radiologists who independently and blindly viewed the images in randomized orders. The readers either identified a lesion on the image or declared there to be none. The readers also declared their level of confidence using a 4-point scoring scheme (1: non-diagnostic; 2: low confidence; 3: moderately confident; 4: high confidence) for each image. ROC analysis of the results was performed based on the confidence levels declared by the readers following the methodology of Metz [15] . Reconstruction error was computed in terms of the normalized root mean square error (NRMSE) with respect to the fully-sampled reference, providing a quantitative measure of reconstruction quality.
Results
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Figure 3-T2-FLAIR images reconstructed using variable density compressed sensing (VDCS) and GRAPPA, as well as low-resolution images at 2x, 3x, 4x, and 5x acceleration. The solid arrows highlight areas on which ringing artifacts were most apparent for the VDCS reconstructions. There is also slight blurring on VDCS reconstructions as acceleration increases. The dashed arrows highlight areas with prominent artifacts for the GRAPPA reconstructions. There are global "grainy" artifacts on the GRAPPA reconstructions and severe blurring on lowres images with increasing acceleration. Figure 4 -FIESTA-C images reconstructed using variable density compressed sensing (VDCS) and GRAPPA, as well as low-resolution images at 2x, 3x, 4x, and 5x acceleration. Note delineation of CN VII-facial and CN VIII-vestibulocochlear nerves (white arrows) on 2x, 3x, 4x, and 5x VDCS, as well as on 2x, and 3x GRAPPA, and 2x lowres images. There is global ringing artifacts and slight blurring on VDCS reconstructions, global "grainy" artifacts on GRAPPA reconstructions, and severe blurring on lowres images, with increasing acceleration. Figure 5 -Maximum intensity projection (MIP) images of TOF data reconstructed using variable density compressed sensing (VDCS), GRAPPA, and low-resolution at 2x, 3x, 4x, and 5x acceleration. There are global ringing artifacts on VDCS images, and severe blurring on lowres images, with increasing acceleration. GRAPPA failed to produce acceptable images at 3x, 4x, and 5x accelerations due to limited SNR of the original TOF acquisitions used in this study. Figure 6 -SPGR images reconstructed using variable density compressed sensing (VDCS), Poisson disk sampling compressed sensing (PDCS), and GRAPPA, as well as low-resolution images at 2x, 3x, 4x, and 5x acceleration. The solid arrows highlight areas on which ringing artifacts were most apparent for the CS reconstructions. There is also slight blurring on PDCS reconstructions, and severe blurring on VDCS reconstructions as acceleration increases. There are global "grainy" artifacts on the GRAPPA reconstructions and severe blurring on lowres images with increasing acceleration. GRAPPA failed to produce acceptable images at 4x and 5x accelerations due to limited SNR of the original SPGR acquisitions used in this study. Figure 3, Figure 4 , Figure 5 , and Figure 6 show examples of under-sampled reconstructions for T2-FLAIR, FIESTA-C, TOF, and SPGR data, respectively. The primary artifact identified on PDCS reconstructions was ringing. The artifacts on VDCS images were characterized as ringing and blurring. Blurring was identified as the primary artifact on the lowres images. GRAPPA artifacts were characterized as "noisy" and "grainy". Figure 8 shows a bar plot of the number of readers who considered the reconstructions to be of clinical diagnostic quality. VDCS reconstructions were considered to be of diagnostic quality by all the readers at 2x and 3x acceleration for T2-FLAIR, FIESTA-C, and TOF image sets, while for FIESTA-C all the readers also considered VDCS reconstructions at 4x acceleration of diagnostically acceptable quality, and 2 out of the 3 readers considered the VDCS reconstruction at 4x and 5x acceleration diagnostically acceptable for T2-FLAIR data, suggesting that VDCS reconstructions are of some clinical diagnostic quality at mild (2x and 3x) accelerations for TOF data, and at mild (2x and 3x) to moderate (4x and 5x) accelerations for FIESTA-C and T2-FLAIR data, with little to no diagnostic quality at higher accelerations. The results in Figure 8 generally suggest that VDCS is comparable with or superior to GRAPPA and lowres in terms of producing diagnostic quality images for these sequences. For SPGR data, 2 out of the 3 readers considered PDCS reconstructed images to be of diagnostic quality at 2x and 3x acceleration, suggesting that PDCS reconstruction is of some diagnostic quality at mild (2x and 3x) accelerations and of little or no diagnostic quality at higher accelerations for this sequence. The results are comparable with those of the lowres image sets and superior to those of VDCS and GRAPPA reconstructions. VDCS reconstructed image sets were preferred over lowres image sets for T2-FLAIR, FIESTA-C, and TOF data (Wilcoxon signed rank test, p < 0.05). VDCS was preferred over GRAPPA for TOF data (Wilcoxon signed rank test, p < 0.05). No statistically significant difference in image quality preference was found between VDCS and GRAPPA for T2-FLAIR and FIESTA-C data. GRAPPA reconstructed image sets were preferred over lowres image sets for T2-FLAIR and FIESTA-C data (Wilcoxon signed rank test, p < 0.05). However, no statistically significant difference in quality preference was found between GRAPPA and lowres image sets for TOF data. The results of side-by-side comparisons are generally consistent with those obtained based on individual quality assessment of the reconstructed image sets. Table 4 -Inter-rater reliability assessment using intra-class correlation (ICC) between the readers for individual quality assessment and side-by-side comparison of the reconstruction. The IRR was in the excellent range (ICC > 0.75) for individual assessment of the quality of reconstructions as well as for side-by-side comparison of reconstructions for all the pulse sequences.
Figures
T2-FLAIR
Inter-rater reliability for individual quality assessments and side-by-side comparisons are shown in Table 4 . The IRR was in the excellent range (ICC > 0.75) for the individual assessment of the quality of reconstructions as well as for side-by-side comparison of reconstructions for all the pulse sequences, indicating that readers had a high degree of agreement and suggesting that reconstruction quality was rated similarly across readers. The high ICC suggests that a minimal amount of measurement error was introduced by the independent readers, and therefore statistical power for subsequent analyses is not substantially reduced. Figure 10 -Example of synthetic images with an artificial but realistic lesion: (a) Synthetic image with a lesion-the arrow points to the artificially incorporated lesion. (b) The synthetic image retrospectively reconstructed using variable density compressed sensing (VDCS) and lowresolution sampling at 2x, 3x, 4x, and 5x acceleration. Figure 10 shows an example of synthetic images with a lesion and its lowres and VDCS reconstructions. Figure 11 summarizes diagnostic accuracy for the reconstructed images. For mild (2x and 3x) accelerations, true positive rate (TPR), i.e., sensitivity, slightly decreased from 93% and 96% at 1x acceleration to 88% and 89% at 3x acceleration for the VDCS and lowres images, respectively. The decrease in TPR was more rapid for moderate (4x and 5x) accelerations to 14% and 49% at 5x acceleration for the VDCS and lowres images, respectively. No particular trend was observed in the true negative rate, i.e., specificity. As image quality degraded with increasing acceleration, the readers made more negative decisions with lower confidence, since the lesions had become less apparent due to blurring and ringing artifacts. This, consequently, resulted in a decrease of the true positive fraction, while the true negative fraction did not meaningfully change.
Synthetic images
Area under the ROC curve (AUC) and the reconstruction error are shown in Figure 11 (b-d) . There was little to no difference in AUC between 1x to 3x accelerations, while the data showed a decrease in AUC of 23% and 36% at for 4x and 5x CS images respectively, and of 21% and 24% for 4x and 5x lowres images respectively, compared to the 1x images. Based on readers' consensus, diagnostic accuracy was acceptable for mild (i.e., 2x and 3x) accelerations and unacceptable for higher accelerations. In terms of AUC, diagnostic accuracy for VDCS reconstructions was comparable with that of lowres images at mild accelerations. However, for moderate accelerations, diagnostic accuracy was superior for lowres images compared to the VDCS images. Nevertheless, VDCS images had significantly lower reconstruction error than lowres images for 2x, 3x, and 4x accelerations (two sample student's t-test under the null hypothesis that there was no significant difference in mean NRMSE between VDCS and lowres images, p < 0.001). No meaningful correlation was found between AUC and NRMSE.
Discussion
Efficacy of CS reconstructions appears to vary with pulse sequence. For example, while the results suggest that for T2-FLAIR and FIESTA-C data sets CS reconstructions are of diagnostic quality at mild to moderate accelerations, for TOF and SPGR data sets CS reconstructions are of some diagnostic quality only at mild accelerations, with little or no diagnostic quality at higher accelerations. Furthermore, the improvement in image quality with a CS reconstruction over PI and lowres also varies with pulse sequence. For example, while the results show significant differences in median quality scores between CS images and PI and lowres images for TOF data, no statistically significant difference was found between CS and GRAPPA for T2-FLAIR and FIESTA-C data, and between CS and lowres for SPGR data.
The data show significant disparity between the quality of PDCS and VDCS reconstructions for SPGR images. While the results show that PDCS reconstructions are of some diagnostic quality at mild (2x and 3x) accelerations, VDCS reconstructions are of little or no diagnostic quality. It is generally accepted that a 2D under-sampling scheme (such as Poisson disk sampling) over both phase-encode directions (ky and kz) is more appropriate for 3D sequences, such as the SPGR sequence used in this study, than a 1D under-sampling scheme (such as variable density sampling) [8] , [11] .
An interesting perspective emerges from SPGR and synthetic data. SPGR data show no statistically significant difference in quality scores between PDCS and lowres images. In terms of synthetic data, no improvement in diagnostic accuracy was found for CS over lowres images. The results generally suggest that for these sequences/applications one can mildly reduce the acquisition time by appropriately reducing the imaging resolution rather than the more complicated CS reconstruction while maintaining diagnostic quality/accuracy.
In this study k-space data were retrospectively under-sampled with sampling schemes appropriate for each of the reconstructions, which permitted implementation and comparison of different reconstructions on each data set. Clearly, however, clinical implementations of CS require proper modifications of the pulse sequences for data acquisition based on the desired sampling pattern (see, for example, [16] - [18] ).
For TOF and SPGR data, GRAPPA failed to produce acceptable images at accelerations higher than 2x ( Figure 5 ) and 3x ( Figure 6 ), respectively, which is attributed to the limited SNR of the TOF and SPGR sequences used in this study. Clearly, this limit can be improved by increasing the SNR, e.g., by increasing voxel volume. In this study, however, imaging parameters were chosen based on those of typical clinical sequences. In general, it is expected that the prescribed pulse sequence parameters affect the quality of the reconstructions. A thorough investigation of the effect of SNR and imaging parameters on the reconstructions calls for additional studies and is beyond the scope of the current paper.
One of the limitations of the experiments based on synthetic images was lack of multiple-channel data. Although synthetic images permit controlled evaluation of location-dependent reconstructions, the conclusions are limited to a single-channel reconstruction. Since coil data are not available for synthetic images, CS reconstructions suffer from more prominent visual artifacts compared to their multiple-channel, i.e., combined CS and PI reconstruction, counterparts. (Compare Figure 10 and Figure 3 .) Another limitation of these experiments was that the size of the lesions was fixed. While the experiments provide a framework for the assessment of diagnostic accuracy of the reconstructions, further studies should be performed to investigate the effect of the size of the lesions on the diagnostic accuracy for under-sampled reconstructions.
Conclusion
This work provided an investigation into the efficacy of conventional CS techniques for specific clinical neuroimaging applications of magnetic resonance imaging. Qualitative assessments showed that mild, i.e., 2x and 3x, to moderate, i.e., 4x and 5x, accelerations are possible for those sequences by a combined CS and PI reconstruction while maintaining the diagnostic quality of the reconstructions. Nevertheless, for certain sequences/applications one might mildly reduce the acquisition time by appropriately reducing the imaging resolution, rather than the more complicated CS reconstruction, while maintaining diagnostic quality/accuracy. Use of synthetic images with artificial but realistic lesions permitted controlled evaluation of diagnostic accuracy for location-dependent compressed sensing reconstructions.
